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Chapter 3. InspectionChapter 3. Inspection
“compliance with design, maintenance and user “compliance with design, maintenance and user 

requirements”requirements”

Vehicle and Axle Load ScalesVehicle and Axle Load Scales
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NIST Handbook 44NIST Handbook 44
General CodeGeneral Code

Application (GApplication (G--A.1.) (GA.1.) (G--A.2. conflicts A.2. conflicts 
with other codes)with other codes)
Specifications (GSpecifications (G--S.1.)S.1.)
Notes (GNotes (G--N.)N.)
Tolerances Tolerances –– (G(G--T.1. & 2. acceptance, T.1. & 2. acceptance, 
maintenance) maintenance) 
User Requirements (GUser Requirements (G--UR.4.1.)UR.4.1.)
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NIST Handbook 44NIST Handbook 44

Device CodesDevice Codes

Application (A.1.) (Application (A.1.) (mfg, sellers, usersmfg, sellers, users))
Specifications (S.1.) (Specifications (S.1.) (mfg,mfg, technicianstechnicians))
Tolerances (T.1.) (Tolerances (T.1.) (everyoneeveryone))
Notes (N.1. Tests ) (Notes (N.1. Tests ) (officials, techniciansofficials, technicians))
User Requirements (UR.1.) (User Requirements (UR.1.) (everyoneeveryone))

Research the item using NCWM Reports  Research the item using NCWM Reports  
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NIST Handbook 44NIST Handbook 44

Definitions Definitions 
Fundamental ConsiderationsFundamental Considerations

Concept of acceptance and maintenance Concept of acceptance and maintenance 
tolerances and the theory of tolerances.tolerances and the theory of tolerances.

Tolerances are “primarily accuracy criteria for use Tolerances are “primarily accuracy criteria for use 
by the regulatory official.”by the regulatory official.”
Not to bring equipment “merely within” tolerances Not to bring equipment “merely within” tolerances 
when it is possible to adjust ‘closer’ to zero error.when it is possible to adjust ‘closer’ to zero error.

Test Apparatus, Inspection, other topics.Test Apparatus, Inspection, other topics.
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National Type Evaluation National Type Evaluation 
ProgramProgram

Managed by the National Conference on Managed by the National Conference on 
Weights and Measures Inc.Weights and Measures Inc.
Conduct Type Evaluations of scales, liquid Conduct Type Evaluations of scales, liquid 
measuring devices, load cells, and other measuring devices, load cells, and other 
instruments.instruments.
Certificate of Conformance (Certificate) Certificate of Conformance (Certificate) 
are excellent tools for field inspectors.are excellent tools for field inspectors.

Eliminates many of the difficult compliance Eliminates many of the difficult compliance 
questions (e.g., temperature).questions (e.g., temperature).



Indiana

Michigan
New York

Oregon

Alaska

Hawaii

NTEP Status by StateNTEP Status by State

Current as of 
January, 2003

NTEP: Uniform Regulation for National Type Evaluation
VRR: Uniform Regulation for Voluntary Registration of Service Persons and Service Agents

Puerto 
Rico

U.S. 
Virgin 
Islands

Louisiana
Texas

Florida

Georgia
Alabama

Mississippi

Arkansas
Oklahoma

Tennessee
South

Carolina

North
Carolina

Virginia

West
Virginia

Kentucky

Ohio
Pennsylvania

Wisconsin

Minnesota

Iowa

Illinois

MissouriKansas

Nebraska

South Dakota

North DakotaMontana

Wyoming

Idaho

Washington

California

Nevada
Utah

Arizona
New Mexico

Colorado

Vermont Maine

New Hampshire

Massachusetts

Rhode Island

Connecticut
New Jersey

Delaware

Maryland

NTEP and VRR (38)
NTEP, No VRR (7)
VRR, No NTEP (1)
VRR, Considering NTEP (4)
No NTEP, No VRR (2)



7

General ConsiderationsGeneral Considerations

Marked and Unmarked DevicesMarked and Unmarked Devices
1986 1986 

Vehicle and Axle Load Scales are typically Vehicle and Axle Load Scales are typically 
Class IIIL devices.Class IIIL devices.

Initial and Subsequent InspectionsInitial and Subsequent Inspections
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GG--S.2.  Facilitation of Fraud.S.2.  Facilitation of Fraud. -- All All 
equipment and all mechanisms and equipment and all mechanisms and 
devices attached thereto or used in devices attached thereto or used in 
connection therewith shall be so connection therewith shall be so 
constructed, assembled, and installed for constructed, assembled, and installed for 
use such that they do not facilitate the use such that they do not facilitate the 
perpetration of fraud.perpetration of fraud.
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GG--A.6. NonA.6. Non--Retroactive Retroactive 
RequirementsRequirements

Enforceable after the effective date for:Enforceable after the effective date for:
Devices manufactured within a state;Devices manufactured within a state;
New and used devices brought into a state;New and used devices brought into a state;
NonNon--commercial devices that the owner or commercial devices that the owner or 
user wants to switch to commercial use.user wants to switch to commercial use.

They do not apply to devices in stock at They do not apply to devices in stock at 
dealers or to those in commercial use. dealers or to those in commercial use. 
They are shown in italic text in the handbook They are shown in italic text in the handbook 
and include a nonand include a non--retroactive date (2004)retroactive date (2004)
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GG--A.5. Retroactive A.5. Retroactive 
RequirementsRequirements

Apply to all equipment.Apply to all equipment.
NonNon--retroactive requirements are retroactive requirements are 
periodically reviewed by the NCWM periodically reviewed by the NCWM 
Specifications and Tolerances Specifications and Tolerances 
Committee to see if they should be Committee to see if they should be 
made retroactive.made retroactive.
Giving notice well in advance helps Giving notice well in advance helps 
eliminate most enforcement issues.eliminate most enforcement issues.



11

NIST 
Handbook 
44

EPO



12

Zero IndicationsZero Indications
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S.1.1. Zero IndicationS.1.1. Zero Indication

With no load on the load receiving With no load on the load receiving 
element:element:

(a) Indicating or recording elements (a) Indicating or recording elements 
must  indicate or print zero.must  indicate or print zero.

(b) An automatic indicating scale or (b) An automatic indicating scale or 
balance indicator shall indicate an out balance indicator shall indicate an out 
of balance conditionof balance condition..
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Zero Load Balance Zero Load Balance –– As FoundAs Found

UR.4.1. Balance Condition UR.4.1. Balance Condition –– maintained so maintained so 
it indicates or records zero when there is it indicates or records zero when there is 
nothing on the load receiving element.nothing on the load receiving element.

For truck scales the biggest causes are shock loading, For truck scales the biggest causes are shock loading, 
debris, friction/binding, rain or dirt buildup.debris, friction/binding, rain or dirt buildup.

Document your findings and ask the Document your findings and ask the 
operator to reset zero to both correct the operator to reset zero to both correct the 
problem and to determine if the individual problem and to determine if the individual 
knows how to operate the controls.knows how to operate the controls.
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S.2.1.2.Scales in Direct SalesS.2.1.2.Scales in Direct Sales

Manual zero can only be adjusted with a Manual zero can only be adjusted with a 
tool (except digital with analog adjustment tool (except digital with analog adjustment 
with a range up to 1 d) or it shall be with a range up to 1 d) or it shall be 
enclosed.enclosed.

Pushbutton zero must be tool operated or Pushbutton zero must be tool operated or 
be enclosed or shall operate only when be enclosed or shall operate only when 
the indication is stable within the indication is stable within ±±3 d. 3 d. 
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S.2.1.6. Combined Zero/Tare KeyS.2.1.6. Combined Zero/Tare Key

O/T KeyO/T Key

Not permitted for use in direct sale and Not permitted for use in direct sale and 
the instrument must be marked to indicate the instrument must be marked to indicate 
that it cannot be used direct sales.that it cannot be used direct sales.

Added 1998Added 1998



17

Zero on other IndicatorsZero on other Indicators

Under S.1.5.1. Weighbeams are required Under S.1.5.1. Weighbeams are required 
to be horizontal in the trig loop.to be horizontal in the trig loop.

Zero on dial scales is indicated with the Zero on dial scales is indicated with the 
indicator aligned with the zero graduation indicator aligned with the zero graduation 
on the dial face.on the dial face.
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S.1.1.1. Digital IndicatorsS.1.1.1. Digital Indicators

Zero can be indicated when the balance is Zero can be indicated when the balance is 
as much as much ±±0.5 d.0.5 d.

Shall either maintain zero within Shall either maintain zero within ±±¼¼ d or d or 
less or less or have a center of zero indicator that have a center of zero indicator that 
defines zerodefines zero--balance to balance to ±±¼¼ d (1993).d (1993).
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S.2.1.3. Scales with Automatic S.2.1.3. Scales with Automatic 
ZeroZero--Setting MechanismSetting Mechanism

The maximum load that can be rezeroed The maximum load that can be rezeroed 
when applied to a load receiving element when applied to a load receiving element 
is is ±±3 d (1981).3 d (1981).

AZM automatically keeps a scale on zero if   AZM automatically keeps a scale on zero if   
water, mud or other debris builds up on water, mud or other debris builds up on 
the load receiving element.the load receiving element.
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GG--S.5.2.2. Digital Indications S.5.2.2. Digital Indications 
and Representationand Representation

Must include a display of zero for all Must include a display of zero for all 
places to the right of the decimal and at places to the right of the decimal and at 
least one to the left:   least one to the left:   0.00 ton0.00 ton

When no decimal values are displayed a When no decimal values are displayed a 
zero must be displayed for each place of zero must be displayed for each place of 
the scale division. the scale division. 

For a 20 lb division: For a 20 lb division: 0000
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Marking RequirementsMarking Requirements
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S.6.3. Scales, Main Elements, and S.6.3. Scales, Main Elements, and 
Components of Scales or Weighing Components of Scales or Weighing 
Systems.Systems.

Scales, main elements of scales (not in a Scales, main elements of scales (not in a 
single enclosure), Load Cells with NTEP CC, single enclosure), Load Cells with NTEP CC, 
and other equipment (necessary to a and other equipment (necessary to a 
weighing system but having no metrological weighing system but having no metrological 
effect) shall be marked as specified in Table effect) shall be marked as specified in Table 
S.6.3.a and associated notes in S.6.3.b. S.6.3.a and associated notes in S.6.3.b. 
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S.6.3.a. Marking RequirementsS.6.3.a. Marking Requirements

Complete ScalesComplete Scales
ComponentsComponents

Load Receiving ElementLoad Receiving Element
Indicating ElementIndicating Element
Load CellsLoad Cells
Weighing ElementWeighing Element
Other EquipmentOther Equipment
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S.6.3.a. InformationS.6.3.a. Information
Manufacturer’s Manufacturer’s 
Identification.Identification.
Model designation Model designation 
and and a prefix to a prefix to 
identify it.identify it.
Serial number and a Serial number and a 
prefix to identify it.prefix to identify it.
CC (2003) if one has CC (2003) if one has 
been issued.been issued.
Accuracy Class Accuracy Class 

Nominal CapacityNominal Capacity
Value of Scale Value of Scale 
Division (d)Division (d)
Value of “e”Value of “e”
Temperature LimitsTemperature Limits
Concentrated Load Concentrated Load 
Capacity (CLC).Capacity (CLC).
Special Application.Special Application.
Maximum Number of  Maximum Number of  
Scale Divisions.Scale Divisions.

See S.6.3.b for non-retroactivity dates.
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S.6.3.a. InformationS.6.3.a. Information

Minimum Verification Minimum Verification 
Scale Division.Scale Division.
Load Cell: S or M. Load Cell: S or M. 
Direction of Loading.Direction of Loading.
Minimum Dead Load.Minimum Dead Load.
Maximum Capacity.Maximum Capacity.
Safe Load LimitSafe Load Limit

Load Cell Verification Load Cell Verification 
IntervalInterval
Section CapacitySection Capacity

See S.6.3.b for non-retroactivity dates.
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S.6.1.  Nominal Capacity; Vehicle S.6.1.  Nominal Capacity; Vehicle 
and Axleand Axle--Load Scales.Load Scales.

For all vehicle, axleFor all vehicle, axle--load, scales, the marked load, scales, the marked 
nominal capacity shall not exceed the nominal capacity shall not exceed the 
concentrated load capacity (CLC) times the concentrated load capacity (CLC) times the 
quantity of the number of sections in the scale quantity of the number of sections in the scale 
minus 0.5. minus 0.5. 

As a formula, this is stated as:As a formula, this is stated as: nominal capacity nominal capacity 
<< CLC x (N CLC x (N -- 0.5) where N = the number of 0.5) where N = the number of 
sections in the scale.sections in the scale.

(See N.1.3.4. and T.N.3.1.) [1989](See N.1.3.4. and T.N.3.1.) [1989]
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S.6.3. S.6.3. ---- Markings for Built for Markings for Built for 
Purpose DevicesPurpose Devices

A A Built for Purpose DeviceBuilt for Purpose Device: any main : any main 
device or element which was device or element which was 
manufactured with the intent that it be manufactured with the intent that it be 
used as, or part of, a weighing or used as, or part of, a weighing or 
measuring device or system. measuring device or system. 

Example: personal computers that serve Example: personal computers that serve 
as the digital indicator are as the digital indicator are NotNot Built for Built for 
Purpose Devices.Purpose Devices.





29

NotNot Built for Purpose Devices Built for Purpose Devices ––
Software BasedSoftware Based

The “scale indicator” functions are The “scale indicator” functions are 
provided by a software package that takes provided by a software package that takes 
the place of a digital indicator.the place of a digital indicator.

A serial number on the PC isn’t very A serial number on the PC isn’t very 
helpful as it is the software that must helpful as it is the software that must 
conform to NIST Handbook 44.conform to NIST Handbook 44.
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NotNot Built for Purpose Devices Built for Purpose Devices ––
Software BasedSoftware Based

Instead, the PC must display the version Instead, the PC must display the version 
of software used in the PC so officials can of software used in the PC so officials can 
identify the manufacturer of the software identify the manufacturer of the software 
that handles the weighing functions.that handles the weighing functions.
NTEP evaluates the software for NTEP evaluates the software for 
compliance with the handbook and the compliance with the handbook and the 
official verifies that the correct version in official verifies that the correct version in 
use with the scale. use with the scale. 
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NotNot Built for Purpose Devices Built for Purpose Devices ––
Software BasedSoftware Based

GG--S.1.1. was amended in 2003 to require S.1.1. was amended in 2003 to require 
NBPD’s NBPD’s to:to:

display or be marked with the display or be marked with the 
manufacturer or distributor of the manufacturer or distributor of the 
software and its model number or,software and its model number or,

the NTEP Certificate of Conformance  the NTEP Certificate of Conformance  
(CC)may be displayed or marked on the (CC)may be displayed or marked on the 
device or,device or,
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NotNot Built for Purpose Devices Built for Purpose Devices ––
Software BasedSoftware Based

it can continuously display the it can continuously display the 
manufacturer or distributor, model manufacturer or distributor, model 
designation, and the current software designation, and the current software 
designation.designation.

Alternatively, the device may provide the Alternatively, the device may provide the 
information through the“Help“ menu. The information through the“Help“ menu. The 
NTEP CC must include guidance on how to NTEP CC must include guidance on how to 
access the information.access the information.
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Visibility of InformationVisibility of Information

GG--S.1. Identification: information must be S.1. Identification: information must be 
located so that it is visible without the located so that it is visible without the 
necessity of the disassembly of a part necessity of the disassembly of a part 
requiring the use of any means separate requiring the use of any means separate 
from the device.from the device.
GG--UR.2.1.1. Visibility of Identification: UR.2.1.1. Visibility of Identification: 
Equipment shall be installed in a manner Equipment shall be installed in a manner 
that all required markings are visible.that all required markings are visible.
See S.6.2. below.See S.6.2. below.
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GG--S.1.2. Remanufactured S.1.2. Remanufactured 
Devices and Remanufactured Devices and Remanufactured 

Main ElementsMain Elements
a. Name, initials, or trademark of the last a. Name, initials, or trademark of the last 
remanufacturer or distributor;remanufacturer or distributor;

b. the model designation if different than b. the model designation if different than 
the original model designationthe original model designation
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GG--S.1.2. Remanufactured S.1.2. Remanufactured 
Devices and Remanufactured Devices and Remanufactured 

Main ElementsMain Elements
Remanufactured Device: a device that is Remanufactured Device: a device that is 
disassembled, checked for wear, parts disassembled, checked for wear, parts 
replaced or fixed, reassembled and made replaced or fixed, reassembled and made 
to operate like a new device of the same to operate like a new device of the same 
type. type. 
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GG--S.1.2. Remanufactured S.1.2. Remanufactured 
Devices and Remanufactured Devices and Remanufactured 

Main ElementsMain Elements
Remanufactured Element: An element that Remanufactured Element: An element that 
is disassembled, checked for wear, parts is disassembled, checked for wear, parts 
replaced or fixed, reassembled and made replaced or fixed, reassembled and made 
to operate like a new element of the same to operate like a new element of the same 
type (e.g., load cells). type (e.g., load cells). 
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Markings: Indicators not attached Markings: Indicators not attached 
to weighing elements or covered by to weighing elements or covered by 

a separate CCa separate CC
Accuracy ClassAccuracy Class
Nominal CapacityNominal Capacity
Value of Scale Value of Scale 
Division (d)Division (d)
Value of “e”Value of “e”
Temperature LimitsTemperature Limits

Concentrated Load Concentrated Load 
CapacityCapacity
Special Application Special Application 
RestrictionsRestrictions
Maximum Number of Maximum Number of 
Scale DivisionsScale Divisions
Section CapacitySection Capacity
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Markings: load receiving elements Markings: load receiving elements 
not attached to indicating elements not attached to indicating elements 

or covered by a separate CCor covered by a separate CC

Accuracy ClassAccuracy Class
Nominal CapacityNominal Capacity
Temperature LimitsTemperature Limits
Concentrated Load Concentrated Load 
CapacityCapacity
Special Application Special Application 
RestrictionsRestrictions

Maximum Number of Maximum Number of 
Scale DivisionsScale Divisions
Minimum Verification Minimum Verification 
Scale DivisionScale Division
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S.6.2.  Location of Marking S.6.2.  Location of Marking 
Information.Information.

Separate loadSeparate load--receiving elements may receiving elements may 
have the identification information located have the identification information located 
in an area that is accessible only through in an area that is accessible only through 
the use of a tool; provided the information the use of a tool; provided the information 
is easily accessible (e.g., the junction box is easily accessible (e.g., the junction box 
under an access plate).  The identification under an access plate).  The identification 
information shall be located on the loadinformation shall be located on the load--
receiving element near the point where receiving element near the point where 
the signal leaves the weighing element or the signal leaves the weighing element or 
beneath the nearest access cover. beneath the nearest access cover. 
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Load Cell with a CCLoad Cell with a CC

Manufacturer Manufacturer 
ModelModel
Maximum Number of Maximum Number of 
Scale DivisionsScale Divisions
S or M for single or S or M for single or 
multiple applicationsmultiple applications
Certificate of Certificate of 
Conformance NumberConformance Number
Direction of LoadingDirection of Loading

Minimum Dead LoadMinimum Dead Load
Maximum CapacityMaximum Capacity
Safe Load LimitSafe Load Limit
Load Cell Verification Load Cell Verification 
IntervalInterval
Serial NumberSerial Number

Note: may appear on Note: may appear on 
separate document. separate document. 



 

No.

Does not include direction of loading (not required 
if obvious), Temperature Limits, Value of “e”, 
minimum dead or safe load limits
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GG--S.6. Marking S.6. Marking Operational Operational 
Controls, Indications, and Controls, Indications, and 
FeaturesFeatures

All operational controls, indications, and All operational controls, indications, and 
features, including switches, lights, features, including switches, lights, 
displays, push buttons, and other means, displays, push buttons, and other means, 
shall be clearly and definitely identified.  shall be clearly and definitely identified.  
The use of approved pictograms or symbols The use of approved pictograms or symbols 
shall be acceptable.shall be acceptable. (NR 1977)(NR 1977)
Must be permanent Must be permanent 
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Scale and Component Scale and Component 
SuitabilitySuitability
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Temperature Changes are a Temperature Changes are a 
Significant Issue Significant Issue 

T.N.8.1.3. Temperature Effect on Zero T.N.8.1.3. Temperature Effect on Zero 
Load Balance Load Balance –– zero shall not vary by zero shall not vary by 
more than 3 d per 5 more than 3 d per 5 ººC (9 C (9 ººF) change in F) change in 
temperature for Class IIIL scales.temperature for Class IIIL scales.

NTEP testing includes temperature NTEP testing includes temperature 
chamber tests under load conditions.chamber tests under load conditions.
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S.5.4. “Load Cell Suitability”S.5.4. “Load Cell Suitability”
If a scale is assembled of components or If a scale is assembled of components or 
modified their suitability must be assured.modified their suitability must be assured.

Electronic Scale  Electronic Scale  VVminmin ≤≤ d/d/√√NN

ElectroElectro--mechanical Scalemechanical Scale VVminmin ≤≤ d/d/√√N x N x ScaleScale
MultipleMultiple

Does not apply to most devices  (e.g., CC and Does not apply to most devices  (e.g., CC and 
AZM AZM –– See S.5.4.)See S.5.4.)
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Indicating and Recording Indicating and Recording 
ElementsElements

S.5.1. Accuracy ClassS.5.1. Accuracy Class
See Table 3 Parameters for Accuracy ClassSee Table 3 Parameters for Accuracy Class
IIIL (See Table 7a for Weighing Applications)IIIL (See Table 7a for Weighing Applications)
d equal to or greater than 5 lbd equal to or greater than 5 lb
At least 2,000 d but not more than 10,000 dAt least 2,000 d but not more than 10,000 d
S.1.2 Value of Scale Division: 1, 2, or 5S.1.2 Value of Scale Division: 1, 2, or 5

10, 20, 50, or 100, 200, or 50010, 20, 50, or 100, 200, or 500
120,000 x 20 lb = 6,000 d120,000 x 20 lb = 6,000 d
120,000 x 50 lb = 2,400 d120,000 x 50 lb = 2,400 d
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Scale SuitabilityScale Suitability

UR.1.  Selection Requirements.UR.1.  Selection Requirements. -- Equipment Equipment 
shall be suitable for the service in which it is shall be suitable for the service in which it is 
used with respect to elements of its design, used with respect to elements of its design, 
including but not limited to, its capacity, number including but not limited to, its capacity, number 
of scale divisions, value of the scale division or of scale divisions, value of the scale division or 
verification scale division, minimum capacity, verification scale division, minimum capacity, 
and computing capability.and computing capability.

Footnote: Footnote: Purchasers and users of Purchasers and users of ……vehicle scales should be aware vehicle scales should be aware 
of possible additional requirements for their design and installof possible additional requirements for their design and installation. ation. 
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Scale Suitability CriteriaScale Suitability Criteria
CapacityCapacity
What do they do with the What do they do with the 
scale? scale? 

Buying/SellingBuying/Selling
Axle LoadsAxle Loads

How much do the trucks How much do the trucks 
weigh and what are their weigh and what are their 
axle loads? Is the CLC or axle loads? Is the CLC or 
Section Capacity Section Capacity 
appropriate for the appropriate for the 
trucks?trucks?

How many trucks do they How many trucks do they 
weigh?weigh?
How long and wide are How long and wide are 
the trucks? the trucks? 
Direct Sale?Direct Sale?

customer indicationcustomer indication

Value of Scale Division Value of Scale Division 
(10 lb, 20 lb, 50 lb) = (10 lb, 20 lb, 50 lb) = 
What is the money value What is the money value 
of the error?of the error?
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Scale Suitability CriteriaScale Suitability Criteria

Unmarked (Pre 86) Unmarked (Pre 86) 
Table 7b Table 7b ––

Up to 200,000 lbs up Up to 200,000 lbs up 
to 20 lbto 20 lb

More than 200,000 lb More than 200,000 lb 
up to 50 lbup to 50 lb

Marked Marked 
Table 7a = Class IIILTable 7a = Class IIIL

UR.3.1. UR.3.1. 
Recommended Recommended 
Minimum Load Minimum Load 

Table 8 = 50 dTable 8 = 50 d
50 x 20 = 1000 lb50 x 20 = 1000 lb
50 x 5050 x 50 = 2500 lb= 2500 lb
(See UR.3.7)(See UR.3.7)
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Scale Suitability CriteriaScale Suitability Criteria

UR.3.7 Minimum UR.3.7 Minimum NetNet Load Load 
a. 10 d for weighing scrap material for a. 10 d for weighing scrap material for 

recycling.recycling.
-- 10 x 20 = 200 lb10 x 20 = 200 lb
-- 10 x 50 = 500 lb 10 x 50 = 500 lb 

b. 50 d for all other weighingb. 50 d for all other weighing
-- 50 x 20 = 1000 lb50 x 20 = 1000 lb
-- 50 x 50 = 2500 lb50 x 50 = 2500 lb
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Other Requirements for Digital Other Requirements for Digital 
IndicatorsIndicators

S.5.3. MultiS.5.3. Multi--Interval and Multiple Range Scales, Interval and Multiple Range Scales, 
Division ValueDivision Value

e shall be equal to de shall be equal to d

GG--S.5.2.2. Digital Indication and Representation.S.5.2.2. Digital Indication and Representation.
digital values agree and coincides with any associated digital values agree and coincides with any associated 
analog value to the nearest graduation.analog value to the nearest graduation.
rounds off to the nearest minimum unit that can be rounds off to the nearest minimum unit that can be 
indicated or recorded.indicated or recorded.
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Other Requirements for Digital Other Requirements for Digital 
IndicatorsIndicators

S.1.12. Manual Gross Weight Entries: S.1.12. Manual Gross Weight Entries: 
Accepted only when the scale is in the gross Accepted only when the scale is in the gross 
weight mode and the indication is on zero.weight mode and the indication is on zero.
Recorded entries must indicate that they are Recorded entries must indicate that they are 
“Manual Weight Entries” and any symbols or “Manual Weight Entries” and any symbols or 
abbreviations are clearly shown on abbreviations are clearly shown on 
documentation.documentation.

UR.3.9 Use of Manual Gross Weight UR.3.9 Use of Manual Gross Weight 
Entries: Entries: only permitted on vehicle scales to only permitted on vehicle scales to 
correct erroneous tickets.correct erroneous tickets.
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Other Requirements for Digital Other Requirements for Digital 
IndicatorsIndicators

S.2.3. TareS.2.3. Tare
Value of tare division must equal d.Value of tare division must equal d.
Shall operate only in the minus direction with respect Shall operate only in the minus direction with respect 
to zeroto zero--load balance.load balance.
Automatic clearing is permitted once the transaction Automatic clearing is permitted once the transaction 
has been completed and indicated.has been completed and indicated.
Computing scales must require the input of a unit Computing scales must require the input of a unit 
price, the display of a unit price, and the display of a price, the display of a unit price, and the display of a 
total price.  Other devices require a complete gross, total price.  Other devices require a complete gross, 
tare, and net weight determination (1983).tare, and net weight determination (1983).
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Appropriateness of Appropriateness of 
DesignDesign
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IndicatorsIndicators

GG--S.5.1 General: S.5.1 General: 
A devices must have an indicator or recorder A devices must have an indicator or recorder 
appropriate in design and amount.appropriate in design and amount.
Clear, definite, accurate, and easily read Clear, definite, accurate, and easily read 
under any conditions of normal use.under any conditions of normal use.

GG--S.5.2.1. Analog Indication and S.5.2.1. Analog Indication and 
Representation.Representation.

Indicator and graduation operate Indicator and graduation operate 
continuously. continuously. 
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Analog IndicationsAnalog Indications

GG--S.5.2.3. Size and CharacterS.5.2.3. Size and Character

GG--S.5.2.4. ValuesS.5.2.4. Values

GG--S.5.2.5. PermanenceS.5.2.5. Permanence

GG--S.5.3 Values of Graduated Intervals or S.5.3 Values of Graduated Intervals or 
Increments.Increments.
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IndicationsIndications

GG--S.5.3.1 Devices that indicate or record S.5.3.1 Devices that indicate or record 
in more than one unit shall identify values in more than one unit shall identify values 
appropriately.appropriately.

GG--S.5.4. Repeatability Indications: must S.5.4. Repeatability Indications: must 
repeat within tolerances under repeated repeat within tolerances under repeated 
operation and normal use.operation and normal use.
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IndicationsIndications

GG--S.5.5. Money Values: must round to the S.5.5. Money Values: must round to the 
nearest 1 cent.nearest 1 cent.

GG--S.5.6. Recorded Representations: must S.5.6. Recorded Representations: must 
comply with appropriate requirements comply with appropriate requirements 
specified for indicators.specified for indicators.
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WeighbeamsWeighbeams
S.1.5.1. Normal Balance PositionS.1.5.1. Normal Balance Position
S.1.5.2. Travel of WeighbeamsS.1.5.2. Travel of Weighbeams
S.1.5.3. Subdivision of GraduationsS.1.5.3. Subdivision of Graduations
S.1.5.4. Readability S.1.5.4. Readability 
S.1.5.6. Poise StopS.1.5.6. Poise Stop
S.1.6.1. General (no part of the poise S.1.6.1. General (no part of the poise 
detachable)detachable)
S.1.6.3. PawlS.1.6.3. Pawl
S.1.6.4. Reading Edge of the Indicator.S.1.6.4. Reading Edge of the Indicator.
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Motion DetectionMotion Detection

S.2.5.1 Digital Indicating ElementsS.2.5.1 Digital Indicating Elements
Shall only print when the indicator is stable Shall only print when the indicator is stable 
within within ±±3 d.3 d.
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Installation & Suitability Installation & Suitability 
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GG--UR.2.1.  Installation.UR.2.1.  Installation.

A device shall be installed in accordance A device shall be installed in accordance 
with the manufacturer's instructions, with the manufacturer's instructions, 
including any instructions marked on the including any instructions marked on the 
device.  A device installed in a fixed device.  A device installed in a fixed 
location shall be installed so that neither location shall be installed so that neither 
its operation nor its performance will be its operation nor its performance will be 
adversely affected by any characteristic of adversely affected by any characteristic of 
the foundation, supports, or any other the foundation, supports, or any other 
detail of the installation.detail of the installation.
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GG--UR.2.2. Installation of Indicating UR.2.2. Installation of Indicating 
and Recording Elementand Recording Element

A device shall be so installed that there is no A device shall be so installed that there is no 
obstruction between a primary indicating or obstruction between a primary indicating or 
recording element and the weighing or recording element and the weighing or 
measuring element; otherwise there shall be measuring element; otherwise there shall be 
convenient and permanently installed means for convenient and permanently installed means for 
direct communication, oral or visual, between an direct communication, oral or visual, between an 
individual located at a primary indicating or individual located at a primary indicating or 
recording element and an individual located at recording element and an individual located at 
the weighing or measuring element.  [See also the weighing or measuring element.  [See also 
GG--UR.3.3.]UR.3.3.]
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InstallationInstallation
GG--UR.2.3.  Accessibility for Inspection, UR.2.3.  Accessibility for Inspection, 
Testing, and Sealing Purposes.Testing, and Sealing Purposes. -- A device A device 
shall be located, or such facilities for normal shall be located, or such facilities for normal 
access thereto shall be provided, to permit:access thereto shall be provided, to permit:
a. inspecting and testing the device; a. inspecting and testing the device; 
b. inspecting and applying security seals to the b. inspecting and applying security seals to the 
device; anddevice; and
c. access for test equipment. c. access for test equipment. 

Otherwise, the owner or operator must provide Otherwise, the owner or operator must provide 
labor and materials as required.labor and materials as required.
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Environmental FactorsEnvironmental Factors

UR.2.3.  Protection From Environmental UR.2.3.  Protection From Environmental 
Factors.Factors. -- The indicating elements, the lever The indicating elements, the lever 
system or load cells, and the loadsystem or load cells, and the load--receiving receiving 
element of a permanently installed scale, and element of a permanently installed scale, and 
the indicating elements of a scale not intended the indicating elements of a scale not intended 
to be permanently installed, shall be adequately to be permanently installed, shall be adequately 
protected from environmental factors such as protected from environmental factors such as 
wind, weather, and RFI that may adversely wind, weather, and RFI that may adversely 
affect the operation or performance of the affect the operation or performance of the 
device.device.
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UR.2.4.  Foundation, Supports, UR.2.4.  Foundation, Supports, 
and Clearance.and Clearance.

The foundation and supports of any scale The foundation and supports of any scale 
installed in a fixed location shall be such as to installed in a fixed location shall be such as to 
provide strength, rigidity, and permanence of all provide strength, rigidity, and permanence of all 
components, and clearance shall be provided components, and clearance shall be provided 
around all live parts to the extent that no around all live parts to the extent that no 
contacts may result when the loadcontacts may result when the load--receiving receiving 
element is empty, nor throughout the weighing element is empty, nor throughout the weighing 
range of the scale.range of the scale. On vehicle and livestock On vehicle and livestock 
scales, the clearance between the loadscales, the clearance between the load--receiving receiving 
elements and the coping at the bottom edge of elements and the coping at the bottom edge of 
thethe platform shall be greater than at the top platform shall be greater than at the top 
edge of the platform. [1973]edge of the platform. [1973]
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UR.2.5.  Access to Weighing UR.2.5.  Access to Weighing 
Elements.Elements.

-- Adequate provision shall be made for Adequate provision shall be made for 
ready access to the pit of a vehicle, ready access to the pit of a vehicle, 
livestock, animal, axlelivestock, animal, axle--load, or railway load, or railway 
track scale for the purpose of inspection track scale for the purpose of inspection 
and maintenance.  Any of these scales and maintenance.  Any of these scales 
without a pit shall be installed with without a pit shall be installed with 
adequate means for inspection and adequate means for inspection and 
maintenance of the weighing elements.maintenance of the weighing elements.
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Approaches Approaches –– Vehicle ScalesVehicle Scales

UR.2.6.1.UR.2.6.1. Vehicle Scales.Vehicle Scales. -- On the entrance On the entrance 
and exit ends of a vehicle scale installed in any and exit ends of a vehicle scale installed in any 
one location for a period of 6 months or more, one location for a period of 6 months or more, 
there shall be a straight approach as follows:there shall be a straight approach as follows:

(a)(a) the width at least the width of the platform,the width at least the width of the platform,

(b)(b) the length at least onethe length at least one--half the length of the half the length of the 
platform but not required to be more than 12platform but not required to be more than 12 m m 
(40 ft), and(40 ft), and
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(c)(c) not less than 3not less than 3 m (10m (10 ft) of any approach ft) of any approach 
adjacent to the platform shall be constructed of adjacent to the platform shall be constructed of 
concrete or similar durable material to ensure concrete or similar durable material to ensure 
that this portion remains smooth and level and that this portion remains smooth and level and 
in the same plane as the platform.  However, in the same plane as the platform.  However, 
grating of sufficient strength to withstand all grating of sufficient strength to withstand all 
loads equal to the concentrated load capacity of loads equal to the concentrated load capacity of 
the scale may be installed in this portion.  Any the scale may be installed in this portion.  Any 
slope in the remaining portion of the approach slope in the remaining portion of the approach 
shall ensure (1) ease of vehicle access, (2) ease shall ensure (1) ease of vehicle access, (2) ease 
for testing purposes, and (3) drainage away for testing purposes, and (3) drainage away 
from the scale. (1976)from the scale. (1976)
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UR.2.6.2.UR.2.6.2. AxleAxle--Load Scales.Load Scales. -- At each At each 
end of an axleend of an axle--load scale there shall be a load scale there shall be a 
straight paved approach in the same plane straight paved approach in the same plane 
as the platform.as the platform. The approaches shall be The approaches shall be 
the same width as the platform and of the same width as the platform and of 
sufficient length to insure the level sufficient length to insure the level 
positioning of vehicles during weight positioning of vehicles during weight 
determinations.determinations.
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Maintenance Maintenance 

GG--UR.4.1. UR.4.1. –– Maintenance of Equipment Maintenance of Equipment ––
“proper operating condition” throughout “proper operating condition” throughout 
its service life.its service life.
GG--UR.4.2. UR.4.2. –– Abnormal Performance Abnormal Performance ––
“brought to the attention of competent “brought to the attention of competent 
service personnel”service personnel”
GG--UR.4.2. UR.4.2. –– Use of Adjustments Use of Adjustments –– “as “as 
close as practical to zero value.close as practical to zero value.
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ModificationsModifications
UR.4.3.  UR.4.3.  Scale Modification. Scale Modification. -- The The 
dimensions (e.g., length, width, thickness, etc.) dimensions (e.g., length, width, thickness, etc.) 
of the load receiving element of a scale shall not of the load receiving element of a scale shall not 
be changed beyond the manufacturerbe changed beyond the manufacturer’’s s 
specifications, nor shall the capacity of a scale specifications, nor shall the capacity of a scale 
be increased beyond its design capacity by be increased beyond its design capacity by 
replacing or modifying the original primary replacing or modifying the original primary 
indicating or recording element with one of a indicating or recording element with one of a 
higher capacity, except when the modification higher capacity, except when the modification 
has been approved by a competent engineering has been approved by a competent engineering 
authority, preferably that of authority, preferably that of …… the manufacturer the manufacturer 
of the scale, and by the official. of the scale, and by the official. 
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UseUse

GG--UR.3.1. Method of Operation.UR.3.1. Method of Operation.
GG--UR.3.2. Associated and UR.3.2. Associated and Nonassociated Nonassociated 
Equipment.Equipment.
GG--UR.3.3. Position of Equipment.UR.3.3. Position of Equipment.
GG--UR.3.4. Responsibility, MoneyUR.3.4. Responsibility, Money--Operated Operated 
Devices.Devices.
UR.2.8. Hoists.UR.2.8. Hoists.
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Use Use -- LoadingLoading

UR.3.2.  Maximum Load. UR.3.2.  Maximum Load. -- A scale shall not be A scale shall not be 
used to weigh a load of more than the nominal used to weigh a load of more than the nominal 
capacity of the scale.capacity of the scale.

UR.3.2.1.  Maximum Loading for Vehicle Scales. UR.3.2.1.  Maximum Loading for Vehicle Scales. 
-- A vehicle scale shall not be used to weigh A vehicle scale shall not be used to weigh 
loads exceeding the maximum load capacity of loads exceeding the maximum load capacity of 
its span as specified in Table UR.3.2.1.its span as specified in Table UR.3.2.1.



84

UR.3.3.UR.3.3. SingleSingle--Draft Vehicle Draft Vehicle 
Weighing.Weighing.

A vehicle or a coupled vehicle combination A vehicle or a coupled vehicle combination 
shall be commercially weighed on a shall be commercially weighed on a 
vehicle scale only as a single draft.  That vehicle scale only as a single draft.  That 
is, the total weight of such a vehicle or is, the total weight of such a vehicle or 
combination shall not be determined by combination shall not be determined by 
adding together the results obtained by adding together the results obtained by 
separately and not simultaneously separately and not simultaneously 
weighing each end of such vehicle or weighing each end of such vehicle or 
individual elements of such coupled individual elements of such coupled 
combination.  combination.  
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UR.3.3.UR.3.3. SingleSingle--Draft Vehicle Draft Vehicle 
Weighing.Weighing.

However:However:
-- the elements may be uncoupled (tractor,the elements may be uncoupled (tractor,

semitrailersemitrailer, trailer), and be weighed , trailer), and be weighed 
individually. individually. 

-- the weights obtained while all individual the weights obtained while all individual 
elements are resting simultaneously on more elements are resting simultaneously on more 
than one scale platform may be added together.than one scale platform may be added together.

Note:Note: this paragraph does not apply to highway this paragraph does not apply to highway 
lawlaw--enforcement scales and scales used for the enforcement scales and scales used for the 
collection of statistical data.collection of statistical data.
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AssistanceAssistance

GG--UR.4.4.  Assistance in Testing UR.4.4.  Assistance in Testing 
Operations.Operations. -- if the design, construction, if the design, construction, 
or location of any device is such as to or location of any device is such as to 
require a testing procedure involving require a testing procedure involving 
special equipment or accessories or an special equipment or accessories or an 
abnormal amount of labor, such abnormal amount of labor, such 
equipment, accessories, and labor shall be equipment, accessories, and labor shall be 
supplied by the owner or operator of the supplied by the owner or operator of the 
device as required by the weights and device as required by the weights and 
measures official.measures official.


